
 

Tech 3D Mask (after 50 m/c washes and tumble dry) 

 
 
 
 
 
 

RESULTS 

TEST REPORT: 7191247377-CHM20-03-RC 
12 NOV 2020 

 

Sample Description: Enro – 
 

 

Test sample/ 
controls 

 

Stage 1, 
CFU 

 

Stage 2, 
CFU 

 

Stage 3, 
CFU 

 

Stage 4, 
CFU 

 

Stage 5, 
CFU 

 

Stage 6, 
CFU 

Sum of Total 
plate count for 
the 6 sieves, 

CFU 

Average 
Count for 
Controls, 

CFU 

 
BFE (%) 

-ve Control 0 0 0 0 0 0 Less than 1 
  

+ve Control 1 108 343 543 530 389 14 1927 
   

+ve Control 2 98 324 567 568 364 
7 

1928 

1928 
 

Sample 1 0 0 0 0 1 1 2 
 

99.9 

Sample 2 0 0 0 0 1 0 1 
 

99.9 

Sample 3 0 0 0 0 0 1 1 
 

99.9 

Sample 4 0 0 0 0 1 1 2 
 

99.9 

Sample 5 0 0 0 0 1 0 1 
 

99.9 
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Test Method: 
ASTM F2101 

 

1928 


